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Abstract. In this paper we describe the retrievals of atmospheric trace gases from near-infrared, high-resolution
solar absorption spectroscopy measurements at the Lauder atmospheric research station in New Zealand and
submitted to the Total Carbon Column Observing Network (TCCON) archive.
The Lauder site (45.034◦ S, 169.68◦ E, 370 ma.s.l.) is located within a sparsely populated region of the South
Island of New Zealand and is sheltered from the prevailing wind direction by the Southern Alps, which gives
the site a high number of clear-sky days and an air mass that is largely unmodified by regional anthropogenic
sources. The Lauder TCCON archive consists of data from two instruments: a Bruker IFS 120HR from June 2004
to February 2010 and a Bruker IFS 125HR from February 2010 to present. The bias between the two instruments
is assessed to be 0.068 % for CO2. Since measurements using the IFS 125HR began, the SD about the hourly
mean has been better than 0.1 % for 96.81 % of CO2 column retrievals.
The retrievals have been calibrated against in situ airborne measurements to correct for biases and provide
traceability to the World Meteorological Organization (WMO) scales with an accuracy of 0.1 % for CO2.
The Lauder TCCON time series of retrieved dry-air mole fractions of CO2, CH4, N2O, HF, H2O, HDO and
CO are available from the TCCON data archive.
The DOIs are
https://doi.org/10.14291/tccon.ggg2014.lauder01.R0/1149293 for the IFS 120HR data
https://doi.org/10.14291/tccon.ggg2014.lauder02.R0/1149298 for the IFS 125HR data.
1 Introduction
Atmospheric trace gases that absorb infrared radiation have
an important influence on the Earth’s climate due to the
greenhouse effect. Accumulation of some of these species,
most notably carbon dioxide (CO2) and methane (CH4), are
causing changes to the global radiation budget, which in turn
is modifying the climate system. In order to understand the
direct and indirect influences this process is having on the
climate, it is important to understand the global distribution,
sources and sinks of these gases.
One method for measuring the total column abundance of
these gases is high-resolution solar absorption spectroscopy
using Fourier transform spectrometers (FTSs) in the near-
infrared spectral region. The Total Carbon Column Observ-
ing Network (TCCON, Wunch et al., 2011a) consists of a ge-
ographically dispersed network of such instruments designed
to provide consistent and precise retrievals of a number of
the atmospheric species. For CO2 column measurements,
Rayner and O’Brien (2001) demonstrated that a precision of
better than 0.25 % is necessary to improve understanding of
the carbon cycle while Olsen and Randerson (2004) showed
that a precision of better than 0.1 % would allow the strength
of the Northern Hemisphere carbon sink to be assessed. The
TCCON has adopted these values as measurement precision
Published by Copernicus Publications.
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Table 1. Instrument information.















3900–15 000 cm−1 Si-based GGG2014R01 lauder02
targets for the network with an expected site-to-site bias of
less than 0.2 % (Wunch et al., 2015).
In this paper we describe the TCCON site at Lauder, New
Zealand (45.034◦ S, 169.68◦ E, 370 ma.s.l.), and the time se-
ries of column-averaged dry-air mole fractions (DMFs, de-
noted by Xgas) of CO2, CH4, nitrous oxide (N2O), hydro-
gen fluoride (HF), water vapour (H2O and HDO) and carbon
monoxide (CO), which have been retrieved using the 2014
version of the GGG processing software (Wunch et al., 2015)
and are archived on the TCCON data archive (Sherlock et al.,
2014a, b). This time series spans from 2004 to the present
and represents the longest TCCON dataset in the Southern
Hemisphere.
TCCON data from Lauder have been used extensively to
support satellite missions, such as the Greenhouse Gases Ob-
serving Satellite (GOSAT, Yokota et al., 2009; Wunch et al.,
2011b; Crisp et al., 2012) and the Orbiting Carbon Obser-
vatory 2 (OCO-2, Crisp et al., 2008), by providing data for
retrieval validation and algorithm development (e.g. Schep-
ers et al., 2016; Dupuy et al., 2016; Connor et al., 2016;
Wunch et al., 2016), as well as for carbon cycle studies
and model validation (e.g. Chevallier et al., 2011; Deutscher
et al., 2014).
2 Site details
The Lauder atmospheric research station, operated by New
Zealand’s National Institute of Water and Atmospheric Re-
search (NIWA), is located in a sparsely populated rural area
on the South Island of New Zealand. The station is 2 km
north of the settlement of Lauder (population of approxi-
mately 50) in a broad valley with mountain ranges on three
sides. Prevailing westerly winds have to cross the South-
ern Alps before reaching the site, and this orographic dry-
ing leads to annual rainfall of around 400 mm evenly dis-
tributed throughout the year, resulting in a semi-arid climate
with a high number of clear-sky days.
Land around the site is predominantly used for irrigated
livestock grazing or seasonal cropping or it is dry scrub.
Farming practices in the area have shifted in recent years
from low-intensity sheep and cattle grazing to more inten-
sive dairy farming with a corresponding change from flood
to spray irrigation. Some upland farming takes place in the
region, which sometimes requires austral springtime tussock
burn off. Plumes from this biomass burning may affect in
situ measurements at the site on a small number of days each
year.
In the region, most domestic heating is by wood burn-
ing. The nearest major population centre is the township of
Alexandra, with a population of approximately 5000, located
40 km southwest of the site. Although air quality in this and
other settlements in the region suffers from the inefficient
burning of wood, in most cases these plumes are capped by
an inversion layer and drain away from the research station,
rarely affecting measurements. There are no other major an-
thropogenic sources of greenhouse gases or pollutants in the
region.
Southern New Zealand is exposed to strong westerly
flows that have had little or no interaction with significant
land masses. Consequently, the atmospheric composition ob-
served at the site can be considered representative of the at-
mospheric background state (Steinkamp et al., 2017).
As well as being part of TCCON, the Lauder station is
a member of the Network for the Detection of Atmospheric
Composition Change (NDACC), the Baseline Surface Radi-
ation Network (BSRN), Global Atmosphere Watch (GAW)
and the GCOS (Global Climate Observing System) Refer-
ence Upper-Air Network (GRUAN).
Other greenhouse gas measurements are also made at the
site; these are summarised in Sect. 3.4.
3 Instrumentation
Two FTS instruments have been used to make TCCON mea-
surements at Lauder (Table 1); the chronology of these in-
struments and major changes to them are listed in Table 2.
Both instruments are accommodated in a dedicated, air
conditioned and temperature-stabilised laboratory. Both have
dedicated solar trackers, protected by autonomous covers,
which close automatically in the event of rain or high winds.
3.1 Bruker IFS 120HR
From June 2004, following the installation of an indium gal-
lium arsenide (InGaAs) detector, an existing Bruker 120HR
FTS (referred to as lauder01 in the TCCON archive) was
used in a time-sharing mode to make routine measure-
ments of solar absorption in the mid-infrared (MIR, for the
Earth Syst. Sci. Data, 9, 977–992, 2017 www.earth-syst-sci-data.net/9/977/2017/
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Table 2. Major events.
Date Instrument Details Impact
30 Mar 2004 120HR First NIR measurements
20 Jun 2004 120HR Start of TCCON archived data
30 May 2006 120HR Change to using single scans instead of co-
added interferograms and from 20 to 40 kHz
scan rate
1 Apr 2009 120HR Laser change
1 Aug 2009 125HR Instrument installed
2 Feb 2010 125HR Start of TCCON archived data
28 Feb 2010 120HR End of TCCON archived data
17–25 Mar 2010 125HR Shear alignment
7–14 Apr 2010 125HR IR beam steer alignment
1–7 Jul 2010 125HR Alignment using Hase and Blumenstock
method
5 Oct 2010–20 Jan 2011 125HR Timing errors Xair uncertainty increased
20 Jan 2011 125HR Laser sampling board replaced
18 Mar 2011 125HR New CaF2 beam splitter installed
4–11 May 2011 125HR Alignment optimised
20 Apr 2012 125HR Laser replaced Ghosts minimised 24 Apr 2012
12 Sep–24 Oct 2012 125HR Timing errors Xair uncertainty increased
21 and 24 Oct 2013 125HR Measurements affected by smoke from
Australian bushfires.
Data excluded from archive
12 Sep–24 Oct 2012 125HR Timing errors Xair uncertainty increased
09 Mar–30 Jun 2014 125HR Timing errors Xair uncertainty increased
28 Sep–1 Oct 2014 125HR Timing errors Xair uncertainty increased
5 Jan 2015 125HR Laser replaced Ghosts minimised
28 Jan 2015 125HR Laser replaced Ghosts minimised
20 Oct–16 Nov 2015 125HR Control electronics upgrade and various
firmware updates
Some data lost
30 Mar 2016 125HR Switch from scan rate of 20 to 10 kHz
NDACC) and near-infrared (NIR, for the TCCON). Acqui-
sition of spectra in the two spectral regions (MIR and NIR)
requires a beam splitter exchange, necessitating daily venting
and re-evacuation of the instrument (and loss of observation
time for the original MIR measurement programme). This
was the operational TCCON instrument from 20 June 2004
until 28 February 2010. From 20 June 2004 to 30 May 2006,
each retrieval consisted of 10 co-added interferograms mea-
sured at a scanner velocity of 20 kHz. After this period re-
trievals were made from individual interferograms measured
at 40 kHz.
A prototype active tracking system was installed in the
IFS 120HR solar tracker telescope in 2006, which adjusted
the position of a 45◦ mirror immediately before the instru-
ment input port based on feedback from quadrant diodes.
The in-house-developed NIWA360 tracker as used by the IFS
125HR instrument was not installed for the IFS 120HR until
2011, after the end of the lauder01 dataset.
After installation of the IFS 125HR instrument (see below)
1 month of measurements using both instruments have been
released to the TCCON archive to allow users to assess any
biases between instruments. An assessment of bias between
instruments is also made in Sect. 7.1.
Measurements in TCCON mode are still made periodi-
cally (approximately monthly) with this instrument to pro-
vide an independent check of the primary TCCON instru-
ment. These data are not released to the TCCON archive.
3.2 Bruker IFS 125HR
In 2009 NIWA purchased a Bruker IFS 125HR spectrome-
ter dedicated to TCCON measurements (lauder02 in the TC-
CON data archive). This instrument began routine TCCON
measurements in February 2010.
Active tracking for this instrument is achieved using the
in-house-developed NIWA360 system, which directs a small
amount of the incoming solar radiation through a telescope
and onto quadrant photo diodes, which steer the tracker to
keep the solar image centred on the FTS input aperture to
within 10 % of the radial extent of the solar disc, an accuracy
of better than 0.025◦. The NIWA360 system has been used
for the IFS 125HR since installation.
As with most TCCON sites, this instrument was originally
supplied with a faulty ECL03 laser sampling board, resulting
www.earth-syst-sci-data.net/9/977/2017/ Earth Syst. Sci. Data, 9, 977–992, 2017
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Table 3. Airborne calibration flights at the Lauder TCCON site.
Campaign Flight Date Alt. range TCCON instrument Species compared
HIPPO 1 RF 7 21 Jan 2009 0.7–14.6 km 120HR CO2, CH4, CO and N2O
HIPPO 2 RF 5 10 Nov 2009 0.8–13.1 km 120HR CO2, CH4, CO and N2O
HIPPO 3 RF 6 6 Apr 2010 0.6–12.9 km 125HR CO2, CH4, CO and N2O
HIPPO 5 RF 8 28 Aug 2011 2.7–13.7 km 125HR CO2, CH4, CO and N2O
HIPPO 5 RF 9 30 Aug 2011 2.8–14.1 km 125HR CO2, CH4, CO and N2O
AirCore 1 9 Sep 2015 0.7–16.0 km 125HR CO2 and CH4
AirCore 2 11 Sep 2015 1.2–21.0 km 125HR CO2 and CH4
in spurious “ghost” signals, which interfere with the spec-
tral fitting. The electronics board in the Lauder IFS 125HR
was upgraded to an ECL05 board in January 2011 and the
ghost-to-parent ratio (GPR) has since been monitored regu-
larly and minimised whenever necessary. A full discussion
on the treatment of this issue is given in Sect. 4.1.
Apart from some early testing between February and Oc-
tober 2010 when some measurements were taken at scanner
velocities of 10 and 40 kHz, the majority of the IFS 125HR
time series have been taken at 20 kHz. Following the instal-
lation of new control electronics in October 2015, measure-
ments were transitioned to 10 kHz at the end of March 2016.
3.3 Auxiliary measurements
In order to satisfy the requirements of a TCCON station, and
to carry out retrievals, a number of auxiliary measurements
of meteorological parameters are required. A NIWA climate
monitoring station is sited at Lauder, approximately 220 m
from the FTS instruments. This includes measurements of
– pressure: Vaisala PTB100A ±0.3 hPa.
– temperature and humidity: Vaisala HMP155D ±0.3 ◦C,
±3.5 %.
– wind speed and direction: Vector A101M anemome-
ter (±0.1 < 10 ms−1, ±2 % rest of range) and Vector
W200P vane (±2◦).
3.4 Other instruments present at the site
The atmospheric research station at Lauder hosts a wide
range of atmospheric remote sensing and in situ instrumen-
tation. With respect to atmospheric greenhouse gas measure-
ments, these include in situ FTS measurements of CO2, CO,
CH4 and N2O (Griffith et al., 2012), non-dispersive infrared
(NDIR) measurements of CO2 using a LI-COR LI-7000 in-
strument and flask samples for subsequent measurements
of CO2, CO, CH4, N2O and stable isotopologues of CO2,
which are collected between 15:00 and 16:00 NZST when the
wind speed is above 5 ms−1 in order to sample a well mixed
boundary layer (Brailsford et al., 2012). The in situ measure-
ments at Lauder are described more fully in Appendix A of
Steinkamp et al. (2017). The site also hosts lidar measure-
ments of ozone and aerosols.
4 Data processing
The TCCON uses a common processing and retrieval system
known as GGG (currently version GGG2014 described by
Wunch et al., 2015) in order to minimise biases across the
network. This section will describe the data processing as it
applies to the IFS 125HR data. The processing is broadly
similar for IFS 120HR except that for the IFS 120HR the
Silicon (Si) detector is not used, only forward scan interfer-
ograms are recorded and in principle there is no requirement
to correct for laser sampling errors because the IFS 120HRs
did not contain the defective laser sampling boards.
The IFS 125HR records direct-current-corrected, dual
channel (InGaAs and Si), forward and reverse scan interfer-
ograms throughout the day whenever there are clear skies.
After each day of measurements, the interferograms are as-
sessed visually by the operator to check for data quality to
remove any periods of total cloud contamination. The raw
interferograms are then processed by the I2S (interferogram-
to-spectrum) software package, which corrects for solar
intensity fluctuations (Keppel-Aleks et al., 2007), applies
a phase correction (Mertz, 1967) and a laser sampling error
(LSE) correction (Sect. 4.1 below), and then computes the
spectra using a fast Fourier transform (Bergland, 1969). The
causes and mitigation of the LSE are described later in this
section.
The resulting spectra are analysed using the GFIT non-
linear, least-squares fitting algorithm, which uses molecu-
lar absorption coefficients, a priori estimates of gas mole
fraction profiles, profiles of temperature, pressure, and hu-
midity and the calculated solar viewing geometry to cal-
culate theoretical absorption spectra. The atm.101 spectral
line list (Toon, 2014a) used is based on the HITRAN2012
database (Rothman et al., 2013) with exceptions as described
in Wunch et al. (2011a, 2015). The solar line list used is that
of Toon (2014b).
The profiles of temperature, pressure and humidity are in-
terpolated to the site location from the National Centers for
Earth Syst. Sci. Data, 9, 977–992, 2017 www.earth-syst-sci-data.net/9/977/2017/
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Environmental Prediction (NCEP) reanalysis data (Kalnay
et al., 1996) for local noon.
A priori profiles of all retrieved species other than water
vapour are generated using a set of empirical functions that
are optimised to fit observations from a number of different in
situ, aircraft and balloon, and satellite sources as a function
of latitude, longitude and season, as well as taking account
of long-term variability. The GGG2014 a priori profiles can
be generated using a stand-alone Fortran program (Toon and
Wunch, 2014).
GFIT then compares the theoretical and measured spectra
in a number of independent micro-windows and minimises
the RMS difference between them by iteratively scaling the
assumed gas profiles and fitting spectroscopic characteristics
such as continuum level, tilt and some degree of curvature,
and frequency shifts.
In order to reduce the sensitivity of the measurement to
variations in surface pressure and atmospheric water vapour,
TCCON reports the column-averaged dry-air mole fractions
(DMFs or Xgas), calculated by dividing the column of gas
by the column of dry air inferred from the co-retrieved O2






This scaling by the retrieved O2 column also reduces the
effect of systematic instrumental biases such as timing or
pointing errors.










where mH2O and m
dry
air are the mean molecular masses of wa-
ter (18.02 gmol−1) and dry air (28.964 gmol−1), XH2O is the
retrieved DMF of water vapour and VCair is calculated from









where {g} is the column-averaged acceleration due to gravity
and Na is Avogadro’s constant.
In the case of a perfectly accurate measurement, the value
of Xair would be unity. Due to spectroscopic limitations the
actual value is approximately 0.98 for all TCCON sites and
varies by approximately 1 % with solar zenith angle. Devi-
ations from the characteristic values for Xair are generally
indicative of erroneous behaviour in the measurement and
retrieval system such as tracking errors or fitting to an incor-
rect air mass as described in Sect. 5.2. However, these errors
will generally cancel out in the calculation of DMFs of indi-
vidual gases as the error will be present for both the gas and
O2.
As detailed elsewhere (Deutscher et al., 2010; Wunch
et al., 2011a, 2015), the TCCON XCO2 data exhibit non-
physical symmetric variability with changing air mass. The
data presented here have the TCCON standard air mass cor-
rection of −0.0068 applied; however, this value is derived
from a limited time series of data from three sites only.
Calculating the corresponding value from the uncorrected
Lauder XCO2 data yields an air mass correction of−0.0095±
0.0021; applying this value to the Lauder XCO2 time series
generates a seasonal cycle amplitude that is±0.6 µmolmol−1
smaller. Users for whom the seasonal variability is critical
can circumvent this issue by only selecting XCO2 values cor-
responding to a restricted range of solar zenith angles (SZAs)
that is consistent throughout the entire year, e.g. only using
measurements between 35 and 55◦ SZA, at which the air
mass correction is smallest.
A network-wide bias correction based on airborne mea-
surements to provide traceability to WMO trace gas scales as
described in Wunch et al. (2010) with updated values from
Wunch et al. (2015), listed in the second column of Table 4, is
also applied. The Lauder-specific calibration campaigns are
described in Sect. 6 of this article.
4.1 Laser sampling error correction
The IFS 125HR FTS makes use of a helium–neon (HeNe)
metrology laser running parallel to the measured solar beam
in the interferometer to allow accurate measurement and con-
trol of the optical path difference by counting interference
fringes. A fault with the original ECL03 laser amplifier board
supplied with this instrument meant that the metrology laser
was not sampled correctly at the zero crossing point between
the peak and trough of the resulting sine wave (Messer-
schmidt et al., 2010). As a result, some of the spectral in-
formation above the Nyquist frequency of 7899 cm−1 was
folded below it and vice versa, causing features known as
ghosts.
During installation the LSE was minimised for a scan-
ner velocity of 40 kHz, resulting in a small LSE at a rate of
20 kHz used for the majority of operational measurements.
Following the discovery of this fault, Bruker supplied
all TCCON sites with replacement ECL05 laser amplifier
boards, which allowed the zero level (i.e. the level at which
the electronics identify the zero crossing point) to be ad-
justed. The rectified electronics board was installed in the
Lauder IFS 125HR in January 2011. Since this time, regu-
lar (approx. every 3 months) checks have been conducted to
check for the presence of ghosts and to minimise them by ad-
justing the zero level if necessary. This is achieved by taking
measurements of a tungsten lamp, placing a band pass filter
(5500–6600 cm−1) between the interferometer and detector,
and measuring the signal aliased at 9800 cm−1. If any signal
is detected, the zero level is iteratively adjusted in order to
minimise it.
www.earth-syst-sci-data.net/9/977/2017/ Earth Syst. Sci. Data, 9, 977–992, 2017
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Figure 1. Time series of LSE calculated using the I2S algorithm for the IFS 125HR spectra. For 20 kHz data only every 10th data point is
plotted for clarity. Vertical lines show significant changes or adjustments to the instrument.
The 2014 release of the GGG processing software I2S al-
gorithm makes use of the spectra recorded using the Si detec-
tor, which is wholly contained in the upper half of the alias,
to derive the magnitude of the LSE and allow the spectra of
both detectors to be resampled, removing the ghost signal.
This method is described fully in Wunch et al. (2015).
Figure 1 shows the time series of LSE determined using
the I2S algorithm over the period of measurements made us-
ing the IFS 125HR. Periods of instrument alignment are de-
noted by the shaded vertical bands whilst other notable in-
strument changes are indicated by the various vertical lines.
The solid vertical line in early 2011 represents the change of
laser amplifier board and subsequent improvement in LSE.
Also of note is the change in LSE performance with indi-
vidual metrology lasers, with the performance of the unit in-
stalled between April 2012 and January 2015 being poorer
and less stable than other devices as indicated by the relative
scatter in the derived LSEs.
5 Instrument stability
5.1 Instrumental line shape
The performance and alignment of both instruments is mon-
itored through monthly retrievals of the instrumental line
shape (ILS) from spectra obtained from a lamp source with
a reference hydrogen chloride (HCl) cell, using the LINEFIT
14 software (Hase et al., 2013). The retrieved ILS describes
the deviation from a theoretical ideal ILS, which is assumed
by the GFIT retrieval code, in terms of the modulation effi-
ciency (ME) and phase error, both of which vary as a func-
tion of optical path difference (OPD) of the interferometer.
In the following discussion, ME will refer to the modulation
efficiency at the maximum OPD of 45 cm used for TCCON
measurements.
Figure 2 shows a time series of the retrieved ME and max-
imum phase error for both instruments. For the IFS 125HR,
the mean of the ME is 0.9995 with a SD of 0.0106 indicating
the stability of the instrument optical alignment over time.
This value is significantly better than 4 % deviation in ME,
which Hase et al. (2013) demonstrated was necessary in or-
der to achieve the XCO2 retrieval accuracy required by the
TCCON. The results for the IFS 120HR show more scatter
and less stability, with a mean of 1.0124 and SD of 0.0256.
Regular ILS retrievals from lamp spectra have been carried
out since August 2010.
5.2 IFS 125HR timing errors
Due to the instability of the IFS 125HR instrument’s inter-
nal clock, there have been a number of occasions when tim-
ing errors have been noted in the retrieved data. These are
listed in Table 2. The errors have generally occurred when
updates to the operating system or experimental set-up have
prevented the instrument control computer from periodically
resetting the time in the instrument’s firmware. Such errors
cause the retrieval scheme to attempt to fit the spectra to an
incorrect air mass due to small differences in the calculated
and true SZA. At the magnitude at which these errors oc-
curred, the effect on the retrieved Xgas values is negligible
Earth Syst. Sci. Data, 9, 977–992, 2017 www.earth-syst-sci-data.net/9/977/2017/
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Figure 2. The time series of retrieved modulation efficiencies at 45 cm optical path difference (a) and maximum phase error (b) for the
Bruker IFS120HR and IFS125HR instruments at Lauder, based on lamp measurements of a 10 cm HCl cell, indicating the improved stability
of the IFS125HR instrument line shape over time.
as these are scaled by the retrieved column of O2 in order
to remove such instrumental artefacts. However, the values
of Xair that are retrieved and used as a diagnostic and qual-
ity indicator within TCCON are perturbed, as in this case it
is the theoretical column of dry air that is scaled by the re-
trieved O2 column. By artificially introducing a timing error
into retrievals that are known to have accurate timing, it has
been shown that for a timing error of 60 s and a SZA less than
85◦, the perturbation of XCO2 is less than 0.02 %, compared
to 1 % for Xair. Therefore, for the 2014 TCCON data release,
data subject to these errors have been included without any
attempt to correct them.
5.3 Time series of Xair
As noted previously, for an ideal retrieval, Xair would be
unity, but due to spectroscopic limitations there is a TCCON
wide bias and SZA dependence. These are, however, stable
both temporally and across the network. Thus, Xair is a use-
ful diagnostic of the quality of measurements, with retrievals
deviating more than 1 % from the nominal value of 0.98 in-
dicating systematic errors, e.g. the timing errors mentioned
above, or deviations from an ideal ILS.
Figure 3 shows the time series of Xair retrievals from the
IFS 125HR instrument that have satisfied the data quality cri-
teria for release to the TCCON archive. It can be seen that
most of these values fall within 1 % of 0.98 (indicated by the
dashed lines); however, there are some periods with values
outside of these limits, which have been identified as hav-
ing timing errors. These periods are highlighted in green and
defined in Table 2.
In Fig. 4 we show the hourly mean and SD (upper panel)
of Xair values for the entire Lauder TCCON dataset covering
both instruments.
There is a discontinuity in the SD of the hourly mean time
series corresponding to a change from performing retrievals
using 10 co-added interferograms sampled at a scanner ve-
locity of 20 kHz to single scans at 40 kHz in May 2006. The
discontinuity in both the mean and SD that occurs in early
2010 indicates the change from the IFS 120HR to the IFS
125HR and demonstrates the improvement in performance
with the newer instrument.
6 Airborne calibration
The accuracy of TCCON measurements is limited by the
available spectral line parameters to around 2–3 %. However,
www.earth-syst-sci-data.net/9/977/2017/ Earth Syst. Sci. Data, 9, 977–992, 2017
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Figure 3. Time series of IFS 125HR Xair. Data affected by timing errors are shown in green and defined in Table 2. For values not affected
































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































Figure 4. Time series of hourly means of Xair (b) and SDs about them (a) retrieved from measurements made with both FTS instruments at
Lauder.
Earth Syst. Sci. Data, 9, 977–992, 2017 www.earth-syst-sci-data.net/9/977/2017/
D. F. Pollard et al.: TCCON Lauder site paper 985
Table 4. Comparison of airborne calibration scale factors, derived from Lauder flights, with TCCON network-wide values.
Species TCCON scale factor 120HR 125HR
XCO2 0.9898± 0.0010 0.9880± 0.0041 0.9911± 0.0014
XCH4 0.9765± 0.0020 0.9879± 0.0052 0.9867± 0.0016
XCO 1.0672± 0.0200 1.0124± 0.1419 0.9655± 0.1116
XN2O 0.9638± 0.0100 0.9833± 0.0130 0.9809± 0.0081
because of the use of a common retrieval system across the
network, the resulting bias is consistent for all retrievals and
sites.
In order to align TCCON measurements with the accepted
WMO gas standard scale, a number of in situ, airborne profile
measurements have been made at many of the TCCON sites,
including Lauder, to derive a network-wide scaling factor for
a subset of retrieved species (Wunch et al., 2010). In this sec-
tion we compare the network wide scaling factors with those
derived for the two Lauder instruments.
The Lauder site was included in the flight schedule of each
of the HIAPER Pole-to-Pole Observations (HIPPO) cam-
paigns (Wofsy, 2011), and in 2015 it was the base for an
AirCore (Karion et al., 2010) campaign. Details of success-
ful calibration flights are listed in Table 3. Each flight con-
sists of one or more altitude profiles that have been averaged
together to give measured profiles of the mole fractions of
each target species. In some cases operational requirements
meant that these profiles could not be performed directly
over Lauder and were instead carried out during the approach
into, or climb out of, Christchurch International Airport ap-
proximately 285 km to the northeast. It is considered that for
the target species, the spatial variability is sufficiently small
that these profiles can be considered representative of the air
mass at the TCCON site if the boundary layer is discarded.
In order to extend the profiles from their lowest level to the
surface, they are interpolated using mole fractions measured
from surface flask samples collected at the time of overflight
at Lauder. Above the maximum altitude attained during the
flight, these profiles have been supplemented using the TC-
CON a priori profiles.
In order to derive DMFs that can be directly compared
to the TCCON measurements, the airborne profiles are inte-
grated following the method of Rodgers and Connor (2003),
as it was applied by Wunch et al. (2010), weighting with the
FTS retrieval averaging kernels to give a smoothed column-
average DMF xs:
xs = xa+A(xh− xa), (4)
where xa is the a priori column DMF, xh is the DMF of the
merged aircraft profile and A is the column-averaging kernel.
Figure 5 shows the resulting calibration curves for the
smoothed airborne DMFs and the mean of the correspond-
ing day’s FTS retrievals for the four species compared. Un-
certainties in the airborne measurements are assigned as in
Table 5. Comparison of retrievals from both instruments. Mean dif-
ference (IFS 120HR minus IFS 125HR) of daily mean values, their
SD and standard error (SD of the sample mean) expressed as a per-
centage, and the number of daily means compared.
Species Mean difference % SD SE N
XCO2 0.068 0.113 0.015 55
XCH4 −0.069 0.141 0.019 55
XCO 1.143 1.498 0.202 55
XN2O −0.005 0.237 0.032 55
XH2O 0.684 1.555 0.210 55
XHDO 0.666 1.917 0.258 55
XHF −0.867 0.784 0.106 55
Wunch et al. (2010), and those for the TCCON measure-
ments are the SD of the day’s retrievals. Calibration scal-
ing factors are then calculated assuming a linear relation-
ship, forced through the origin and taking account of the un-
certainties in both the smoothed aircraft and TCCON val-
ues. The resulting scaling factors for the Lauder instruments
and those derived for the entire TCCON network in Wunch
et al. (2010), updated in Wunch et al. (2015), are listed in Ta-
ble 4. These show good agreement and the accuracy, based
on the uncertainty in the fitted linear relationship, following
this correction is 0.1 % for XCO2 .
7 Results
7.1 Instrument intercomparison
In order to assess any biases between the two instruments
used to collect TCCON data at Lauder, we have compared
days on which measurements were taken with both instru-
ments between October 2009 and December 2012. Figures 6
to 8 show in the upper panels the daily mean retrieved values
for XCO2 , XCH4 and XCO respectively. Error bars represent
the SD about the daily means. The lower panels show the dif-
ference (IFS 120HR – IFS 125HR) between the daily means,
and the error bars are the sum in quadrature of the SDs about
the daily means. Also plotted are the mean of the daily mean
differences and the associated SD and standard error. These
values are listed as percentages for all compared species in
Table 5. For XCO2 the mean bias is 0.068 % with a standard
error of 0.015 %.
www.earth-syst-sci-data.net/9/977/2017/ Earth Syst. Sci. Data, 9, 977–992, 2017
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Figure 5. Airborne calibration curves for XCO2 , XCH4 , XCO and XN2O with fitted linear relationships derived for the TCCON network
and Lauder-only intercomparisons (forced through origin). The HIPPO 1 and 2 flights were compared to the IFS 120HR (open symbols); all
others were compared to the IFS 125HR (filled symbols).
(a)
(b)
Figure 6. Time series of daily means of retrieved XCO2 from measurements made with both FTS instruments at Lauder (a) and the difference
between them (b). Error bars in the upper panel indicate the SD about the daily mean, while those in the lower panel are the sum in quadrature
of the SD about the daily means. The horizontal lines in the lower panel show the mean of the daily mean differences and the SD and standard
error (SD of the sample mean) about it.
Earth Syst. Sci. Data, 9, 977–992, 2017 www.earth-syst-sci-data.net/9/977/2017/
D. F. Pollard et al.: TCCON Lauder site paper 987
(a)
(b)
Figure 7. As Fig. 6 but for XCH4 .
Figure 8. As Fig. 6 but for XCO.
7.2 Time series of retrieved species
Here we present a subset of retrieval time series available
in the Lauder TCCON data archive. Figures 9 to 11 show the
hourly means of the retrieved Xgas, along with their SD in the
upper panels. These figures are made up of data from both of
the Lauder instruments with the change-over occurring on 1
February 2010.
The time series of XCO2 values is shown in Fig. 9. Over
the length of this time series XCO2 has been increasing by
approximately 2 µmolmol−1 yr−1. There is a seasonal cy-
www.earth-syst-sci-data.net/9/977/2017/ Earth Syst. Sci. Data, 9, 977–992, 2017













































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































Figure 10. Time series of hourly means of XCH4 retrieved from measurements made with both FTS instruments at Lauder.
cle due to summer drawdown, but it is smaller than in the
Northern Hemisphere (Deutscher et al., 2014). Since mea-
surements using the IFS 125HR began, the SD about the
hourly mean has been better than 0.1 % for 96.81 % of re-
trievals and better than 0.25 % for 99.96 % of retrievals. The
precision of the IFS 120HR was poorer, with only 14.95 %
of hourly SDs better than 0.1 and 95.93 % better than 0.25 %.
Earth Syst. Sci. Data, 9, 977–992, 2017 www.earth-syst-sci-data.net/9/977/2017/









































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































Figure 11. Time series of hourly means of XCO retrieved from measurements made with both FTS instruments at Lauder.
Table 6. Precision of Lauder XCO2 datasets compared to TCCON
targets.
Instrument IFS 120HR IFS 125HR
Mean SD about hourly means 0.17 % 0.07 %
% < 0.25 % 95.93 99.96
% < 0.1 % 14.95 96.81
The precision of both instruments compared to the TCCON
targets are shown in Table 6.
Figure 10 shows the XCH4 time series. XCH4 has a smaller
positive trend of approximately 5.6 nmolmol−1 yr−1 and
a seasonal cycle of similar magnitude with a summer mini-
mum due to oxidation by photochemically produced OH rad-
icals. The Lauder TCCON XCH4 time series starts around 2
years before the end of a period of stable atmospheric CH4
concentrations that has been observed in a number of differ-
ent time series (Schaefer et al., 2016, and references therein)
and this is also apparent in the data shown here.
The time series of XCO shown in Fig. 11 has a small, nega-
tive trend and a stronger seasonal cycle with a summer mini-
mum due to OH oxidation and a springtime peak attributed to
CO transported from Southern Hemisphere biomass burning
sources (Buchholz et al., 2016).
Figure 12 shows the time series of the remaining retrieved
species.
8 Data availability
The GGG2014 versions of the processed Lauder
TCCON data are available from the TCCON data
archive (Sherlock et al., 2014a, b). The data DOIs are
https://doi.org/10.14291/tccon.ggg2014.lauder01.R0/1149293
for the IFS 120HR data and
https://doi.org/10.14291/tccon.ggg2014.lauder02.R0/1149298
for the IFS 125HR data.
The IFS 120HR data are available from 20 June 2004 to
28 February 2010, while the IFS 125HR data cover the range
2 February 2010 to the present day, with data becoming pub-
licly available 180 days after collection.
9 Conclusions
The Lauder TCCON dataset contains retrievals of XCO2 ,
XCH4 , XN2O, XHF, XH2O, XHDO and XCO from June 2004
to the present date using two FTS instruments. Overlapping
measurements were made using both instruments and from
these, the bias between them was assessed to be 0.068 % for
XCO2 . Regular monitoring of the ILS (monthly, both instru-
ments) and LSE (quarterly, IFS 125HR only) is carried out
to ensure the consistent performance of the instruments and
the quality of the retrievals and to achieve the TCCON target
precision of 0.1 % for XCO2 as well as consistency with the
rest of the network.
Airborne calibration campaigns have shown that the scale
factors required to align the Lauder retrievals of XCO2 , XCH4 ,
www.earth-syst-sci-data.net/9/977/2017/ Earth Syst. Sci. Data, 9, 977–992, 2017





















































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































































Figure 12. Time series of hourly means of XH2O (a), XHDO (b), XN2O (c) and XHF (d) retrieved from measurements made with both FTS
instruments at Lauder.
XCO and XN2O with WMO scales are consistent with those
used across the TCCON.
Timing errors have sporadically affected measurements
taken with the IFS 125HR instrument, which have perturbed
the retrieved values for Xair by up to 2 %. However, due to
the scaling by the co-retrieved column of O2, the effect on
retrievals of other gases has been minimal, less than 0.02 %
in the case of CO2 at SZAs less than 85◦. In a future data
release it is expected that these timing errors will be retro-
spectively corrected.
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